[Comparison of cryogenic support systems of surgical instruments for the local destruction of large biological tissue lesions].
Of two types of systems for cryogenic support (SCS) of surgical instruments made with open and closed contours those of the discharge type meet to a greater extent basic requirements on the SCS as concerns destruction of extensive areas of the biological tissue. These SCS permit it more readily to withstand optimal conditions of cooling, can secure better reliability in performing operations, offer greater possibilities for unification of parts in packing up the set and for covering a wider range of operations. In cases when it is important to provide for self-containment and a longer period of continuous operation the application of the SCS with a closed contour is more advisable.